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State of Alaska
Scientific Crime Detection Laboratory - Statewide Breath Alcohol Program
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I, Nita J. Bolz, after being first duly sworn, depose and state as follows:

(1) T'am a Forensic Scientist IV at the State of Alaska Scientific Crime Detection Laboratory.
(2) The Alaska Scientific Crime Detection Laboratory is an entity within the Department of Public Safety.
(3) T'am the Scientific Director of the State Breath Alcohol Program.

(4) In that capacity, T am responsible for overseeing the breath alcohol program, including assuring that persons
responsible for verifying the calibration of instruments are properly trained and qualified. I also am responsible for
maintaining the records of the program.

verification.

(5) The attached verification is a true and accurate verification of calibration that reflects a regularly conducted and
regularly recorded activity of the breath alcohol program performed by a person trained and qualified to conduct the

(6) &he referenced instrume

is certified for evidentiary use in the State of Alaska.
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VERIFICATION OF CALIBRATION REPORT

of DataMaster cdm breath Test Instrument
State of Alaska
Scientific Crime Detection Laboratory - Statewide Breath Alcohol Program
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(CONTINUED FROM FRONT PAGE)

TAPE THE TEST STRIP FROM THE NONDRINKING SUBJECT TEST AND THE DIAGNOSTIC
CHECK IN THE MARKED BOXES.

NONDRINKING SUBJECT TEST DIAGNOSTIC CHECK

m IEPRTIENT OF AALIC SHFETY
ALASKR TEPRRTYENT OF PURLIC SAFETY TR oin 13753
TRTRRSTER cdn 138239 ITOMR 23, 2018

TIE 2329

OCTORR 23, 2810 Qjﬁa\\\")

TPERATOR'S NROE: \ — DIABHOST IC CHECK —-
KINRAVJHES/K —

FERATIR'S NMBER: 5677 OKAY

SUBJECT'S LAST NRPE: — i
Y

JBECT'S FIRST NREA : S -
e

R KD HERTERS

T/ H SPLE :

(HSE/REPERT: 10-00090 REATH numm: g
TEST TVPE: vﬂ .
AL.00 TARGET WRLIE: . S .
AL0D S 79268 29,20 in
fl “TOR:
— REATH ALYSIS — 4 TETECTOR Y
281 ADASTED FIR .28 in PP
) ] h .
ALCD TARGEY .g ::31; 16H SPEED: A
RLAY TEST ) : _—
INTEREL STRNDARD  YERIFIED ‘?3'%‘2' DETECTOR: R
ALLD TV 29,28 in 81 . :
BLAK TEST \.\@ . ggai FILTERS: OKAY
SUBJELT SHPLE 0 : _
ACO TV .20 in 50 % _
R TEST ‘W n% CALTBRATION: OKRY
PRINTER TEST

R Oy, /B2 0567R9: 5{= Y RRARCIEFG
_-————— KT XLBOPORSTIMINZ £11°_* abedefohi jk 1ano
prstusnagt | B




